Percutaneous edge-to-edge mitral valve repair (PMVR) is widely used for selected, high-risk patients with severe mitral valve regurgitation (MR). This report describes a case of 81-year-old woman presenting with severe and highly symptomatic mitral valve regurgitation (MR) caused by a flail of the posterior mitral valve leaflet (PML). PMVR turned out to be challenging in this patient because of a stenosis and tortuosity of both iliac veins as well as sclerosis of the interatrial septum, precluding the vascular and left atrial access by standard methods, respectively. We managed to achieve atrial access by venous percutaneous transluminal angioplasty (PTA) and balloon dilatation of the interatrial septum. Subsequently, we could advance the MitraClip5 system to the left atrium, and deployment of the clip in the central segment of the mitral valve leaflets (A2/P2) resulted in a significant reduction of MR.
Introduction
Percutaneous edge-to-edge mitral valve repair (PMVR) has proven to be beneficial for patients with severe mitral valve regurgitation (MR), who are not eligible for conventional mitral valve repair. PMVR, however, can turn out to be challenging. For instance, anatomical variations of vascular access and sclerosis of the interatrial septum in some patients may represent obstacles, which render the procedure more challenging.
Case Report
We report the case of an 81-year-old woman, who was admitted to our hospital with progressive dyspnea for further clinical evaluation. Transesophageal echocardiography (TEE) revealed severe MR with normal left ventricular systolic function. An eccentric jet was caused by a flail of the posterior leaflet (PML) in segment P2 (Figures 1(a) and 1(b) ). Coronary angiography showed no significant coronary artery disease (CAD). Our interdisciplinary heart team recommended PMVR because of the high risk of open surgery in this patient.
After establishing vascular access through the right femoral vein, we were not able to advance the transseptal needle through the introduced Preface5 transseptal access sheath (Biosense Webster, CA) across an obstruction at the curvature of the tortuous iliac veins. Instead, we had to use a thin transseptal guidewire (SafeSept5, Pressure Products, CA), which was advanced through the transseptal access sheath. This SafeSept wire has a very sharp tip and requires 77% less force to cross the interatrial septum. Using this approach, we then switched to a more rigid transseptal guiding sheath (LAMP, St. Jude Medical), and left atrial access could finally be achieved by dilatation of the interatrial septum with gradually increasing sizes of percutaneous transluminal coronary angioplasty (PTCA) balloons (up to 5 mm) over the SafeSept wire ( Figure 1 buddy wire (Amplatz, Boston Scientific Corporation, San Jose, CA) (Figures 1(d) , 1(e), and 1(f); Supplemental Movie 2). Furthermore, the left iliac vein had a similar obstruction precluding advancement of the MitraClip system. Thus, we carried out successive balloon dilatations of the right common iliac vein with gradually increasing balloon sizes up to 10 mm ( Figure 1(g); Supplemental Movie 3) . Deployment of the clip (Figures 1(h) and 1(i) ) in the central segment of the mitral leaflets (A2/P2) resulted in a significant MR reduction (Figure 1(j) ). We could discharge the patient from the hospital with a significantly improved 6-minute walk test few days after PMVR.
Discussion
PMVR presents a novel and innovative method for interventional mitral valve repair for patients with MR, who are not eligible for conventional heart surgery [1] . Less invasiveness and no need for extracorporeal circulation represent major advantages of PMVR over open heart surgery [2] . In some patients, however, anatomical circumstances may render PMVR difficult and in some cases even impossible. Besides difficult vascular access, existence of an atrial septal defect (ASD), a sclerotic interatrial septum, or a relatively small left atrium with additional presence of a prominent coumadin ridge, which can make stirring towards the mitral valve plane difficult, can complicate and prolong the procedure. If a significant ASD is present, the position of the MitraClip steering guide may not be stable enough. Crossing the iliac veins with the MitraClip guide catheter can represent a challenge during PMVR. Recently, a case of venous strangulation during PMVR was presented, which was overcome by implantation of a stent [3] . In our case, we were able to manage this vascular obstruction by percutaneous transluminal angioplasty (PTA) using PTA balloons of gradually increasing sizes. Multiple studies have shown that anticoagulation is needed after iliac venous stenting and sometimes even additional antiplatelet treatment is necessary for prevention of recurrent deep venous thrombosis [4] . In contrast, our approach has the advantage where no prolonged antithrombotic therapy is required. In addition to anatomical variation of the iliofemoral veins, thickening or lipomatous hypertrophy of the interatrial septum can represent a challenge for achieving the left atrial access. There are different methods for transseptal puncture, for example, by using radiofrequency or excimer laser catheters. Radiofrequency or laser energy can be helpful for transseptal puncture of a scarred, calcified, or patched atrial septum [5] . However, in our case we achieved the left atrial access via a SafeSept transseptal guidewire, a LAMP rigid transseptal guiding sheath, and gradual dilatation of the interatrial septum with PTCA balloons. We performed the transseptal puncture and the whole PMVR procedure under the guidance of TEE and fluoroscopy. However, intracardiac echocardiography (ICE) can also be used for monitoring of the intervention [6] .
In conclusion, balloon angioplasty may be necessary for successful positioning of the MitraClip system and should be kept in mind as an option for establishing both vascular and left atrial access during PMVR.
